[Radiation exposure of patients examined by a digital x-ray unit].
Performance principles are given for a digital x-ray unit. Radiation doses are compared with a standard diagnostic x-ray unit. It is shown that a digital x-ray unit provides frontal view radiographs with 40 +/- 10 mR radiation dose which is 40 times less than that for the film.